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Information and controlling system

1. Introduction

The requirements of the Measuring Instruments Direc-
tive 2014/32/EU (MID) [1] form the basis of the legislation 

of Ukraine on conformity assessment of measuring instru-
ments (MI). According to the new version of the Law of 
Ukraine “On metrology and metrological activity” (came 
into force on 01.01.2016), MI intended for application in 
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Проведено порiвняльний аналiз результатiв оцiнюван-
ня вiдповiдностi програмного забезпечення (ПЗ) для засобiв 
вимiрювальної технiки (ЗВТ). Для порiвняльного оцiнюван-
ня обрано вiсiм ПЗ ЗВТ з вмонтованим та унiверсальним 
комп’ютерами. Обранi ПЗ ЗВТ попередньо пройшли оцiню-
вання за методиками та алгоритмами, якi базуються на 
вимогах нацiональних стандартiв та документiв мiжна-
родних i регiональних органiзацiй законодавчої метрологiї 
OIML та WELMEC. За результатами проведеного аналiзу 
вимог настанови WELMEC щодо випробування ПЗ ЗВТ були 
видiленi узагальненi та частковi показники для оцiнювання 
якостi ПЗ ЗВТ. Сформовано вирази для отримання чисель-
ного значення кожного часткового показника за кожним уза-
гальненим показником.

Для порiвняльного оцiнювання обрано метод аналiтич-
ної iєрархiї (МАI), оскiльки вiн дозволяє порiвняти i вико-
нати кiлькiсну оцiнку альтернативних варiантiв рiшен-
ня. З метою релевантного порiвняння пiд час оцiнювання 
конкретного ПЗ ЗВТ були врахованi всi порiвнюванi еле-
менти. Останнi були згрупованi в узагальненi показники, 
кожен з яких оцiнено окремо. Попарнi порiвняння й усi iншi 
етапи оцiнювання з використанням МАI виконувались на 
основi узагальнених показникiв. Для попарного порiвняння 
всiх кiлькiсних та якiсних показникiв з поданням результату 
зрiвняння у кiлькiснiй формi, було використано шкалу Саатi. 
Експертним методом визначено коефiцiєнти ваги кожного 
часткового показника.

Визначено основнi показники для ПЗ ЗВТ з вмонтованим 
та унiверсальним комп’ютером, якi мають найбiльший вплив 
на результати оцiнювання вiдповiдностi. Встановлено, що 
без представлення документацiї та iдентифiкацiї ПЗ ЗВТ 
з вмонтованим та унiверсальним комп’ютерами немож-
ливо розпочинати процедуру оцiнювання вiдповiдностi згiд-
но з вимогами. Показник перевiрки запам’ятовуючих при-
строїв та спецiальний показник перевiрки ПЗ для певного 
ЗВТ є одними iз вагомих показникiв. У той же час показни-
ки перевiрки зчитування та перевiрки рiвнiв роздiлення ПЗ 
практично не застосовнi i ними можна знехтувати

Ключовi слова: програмне забезпечення, засiб вимiрю-
вальної технiки, оцiнювання якостi, метод аналiзу iєрархiй
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the field of legally regulated metrology must undergo a pro-
cedure of conformity assessment with the requirements of 
technical regulations (TR). This procedure is the process of 
proving that the essential requirements of the TR regarding 
the MI have been fulfilled. The conformity assessment pro-
cedure covers specialized MI software. Such MI must meet 
the essential requirements, including those related to the 
software, namely: suitability for use and protection against 
unauthorized interference.

The rules and procedures for testing MI software are 
established by the document [2] of the International Orga-
nization of Legal Metrology (OIML), as well as documents 
and recommendations of regional metrology organizations. 
Testing procedures for MI software are governed by the 
recommendation [3] of the Euro-Asian Cooperation of Na-
tional Metrological Institutions (COOMET), document [4] 
and guidelines [5, 6] of the European Cooperation in Legal 
Metrology (WELMEC). At the national level, appropriate 
lists of national standards have been established, which, in 
particular, give the presumption of MI compliance with the 
essential requirements of the TR. The analysis of the state of 
the regulatory framework for testing MI software at the in-
ternational, regional and national levels has been the subject 
of previous research [7–10].

National metrology institutes and conformity assess-
ment bodies test MI software according to pre-established 
methods and algorithms. From January 2016 to the present, 
the number of MI software tests has been more than 500 in 
Ukraine and is constantly growing at a significant rate. The 
latter are based on the requirements of the national stan-
dard [11] with the additional use of the OIML D 31 [2] and 
WELMEC 7.2 requirements [5]. This approach contributes 
to the consideration of all the elements necessary to achieve 
the presumption of compliance of the software with the es-
sential requirements of the TR. However, these approaches 
do not answer the question of the quality of software com-
pliance assessment.

The urgency of the work is confirmed by the urgent need 
for conformity assessment of legally regulated MI in accor-
dance with the requirements of national legislation, TR or 
European directives. National metrology institutes and con-
formity assessment bodies are interested in effective testing 
methods for MI software and in assessing the risks associ-
ated with the application of such MI software. Given this, 
the pressing issue is to validate the MI software test results.

2. Literature review and problem statement

The analysis of various aspects of MI software testing 
has been the subject of previous research of the authors 
[7–10].

In [7], the peculiarities of the regulatory support of 
MI software testing are investigated. The main stages of 
MI software testing and features in accordance with the 
requirements [2, 5, 6] are discussed in [8]. The main factors 
and algorithms for MI software testing in accordance with 
OIML and WELMEC requirements are considered, a uni-
versal algorithm for MI software testing is proposed in [9]. 
However, these studies did not analyze quality assessment 
indicators of MI software regarding the effect on the overall 
test results of MI software.

In [10], the main differences are identified and the nec-
essary elements are established to achieve the presumption 

of software compliance with the essential TR requirements 
when conformity assessment of MI. However, the methods 
and algorithms described in [10] make it impossible to de-
termine the validity of the results obtained from conformity 
assessment of MI software.

In [12], approaches to software quality requirements 
and software testing methods are compared, and different 
approaches to software quality assessment in different 
international standards and guidelines, in particular on 
issues related to the quality assessment of MI software, are 
determined. 

In [13], issues related to the validation of MI software 
covered by the MID [1] are considered. A methodology is 
presented that can be extended not only to software on MI 
categories that fall under the MID, but also to most other 
MI categories. The paper [14] also discusses the validation of 
MI software based on risk classes for MI software and some 
possible testing methods.

In [15–18], a method for assessing the risks and current 
threats posed by MI software, including those integrated 
into open networks is presented. The method uses a struc-
ture and combines elements of specialized international 
standards and may be useful for conformity assessment 
bodies and industry.

However, [11–15] do not provide a comparative anal-
ysis of the importance of the impact of specific character-
istics of MI software on the overall result of the software 
quality assessment. The requirements of the international 
document [2] and the possibility of software application 
for local MI are not taken into account in [16–18]. 

In [19], a system architecture is considered that could 
eliminate the risks of general-purpose operating systems. 
This is achieved both through the use of custom software 
and control of communication between major software com-
ponents and the environment.

Thus, it can be concluded that the above studies did 
not analyze the influential indicators and results of quality 
assessment of MI software, and did not apply methods of 
their validation. Therefore, the analytic hierarchy process 
(АНР) was chosen to investigate such complex objects as 
MI software: the basic method [20, 21] and its modifica-
tions [22–24]. This method allows to structure a complex 
decision-making problem in the form of a hierarchy in a 
clear and rational way, to compare and quantify alternative 
solutions. Recently, АНР has been actively used in practice 
in various fields of activity. The АНР mathematical appa-
ratus is described in detail in [25]. It is therefore necessary 
to conduct research and identify the most influential indi-
cators that are analyzed in assessing the suitability of MI 
software, with a view to improving MI software testing 
methods.

3. The aim and objectives of the study

The aim of the study is to develop approaches to improve 
methods of testing and conformity assessment of special MI 
software at the national level.

To achieve this goal, the following objectives were set:
– to carry out a comparative analysis of the MI software 

testing results by all indicators using the chosen method;
– to determine the quality indicators of both built-in and 

universal computer MI software, which have the greatest 
impact on the overall assessment results.
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4. Materials and methods of research for measuring 
instrument software quality assessment

The problem of comparative analysis of the MI software 
testing results using AHP is solved by means of three hier-
archy levels:

– the first level of the hierarchy corresponds to the aim – 
to define the most preferred MI software; 

– the second – contains criteria (indicators) to define the 
most preferred MI software;

– the third is the specific MI software that should be 
compared.

In general, the list of indicators should be such that the 
most comprehensive evaluation of each MI software is made. 
Each generalized indicator can be estimated by partial indi-
cators contained in software documents or other available 
sources. For a relevant comparison, when assessing a partic-
ular MI software, it is necessary to consider all the elements 
compared. Therefore, they are grouped into generalized in-
dicators, each of which is evaluated separately, and pairwise 
comparisons and all other stages of assessment, using the 
AHP, are performed on the basis of generalized indicators.

The main stages of comparative quality assessment of MI 
software based on AHP are as follows [25]:

1. Perform the following actions:
– to compile a list of M of MI software that will be com-

pared;
– to carry out an analysis of available information about 

MI software (software description, user manual, etc.);
– to determine the list of indicators for comparative 

assessment, which should contain a sufficient number of 
indicators (not more than 9) in order to fully reflect all the 
essential features of MI software.

2. Determine the numerical values of the relative impor-
tance of the indicators aij (i, j=1, 2, …, N), included in the 
pairwise comparison matrix (PCM) A of assessment indi-
cators, established by the evaluation expert, directly during 
each specific MI software comparison.

3. Determine:
– Normalized eigenvector Аі of the matrix A;
– consistency of local priorities (Cd) included in the 

matrix A;
– consistency index of output data Іс;
– maximum eigenvalue λmax.
4. Determine:
– numerical values of the elements of the PCM Bk – k

ijb  
(і, j=1, 2, …, M), using available information from various 
sources to establish the array of Bk pairwise comparison ma-
trices of MI software, according to each indicator;

– normalized eigenvectors for each constructed ma-
trix Bk.

5. Implement the consistency check of the local priorities 
that are included in the Bk matrices using the consistency 
relation k

dC  ( 0,1k
dC ≤  – consistency condition). Determine 

the consistency index of the original data k
cI  and maximum 

eigenvalues max .kλ
6. Determine the generalized priorities Gn for each of M 

of MI software compared by:

0

1

,
N

i
n i n

i

G B B
=

= ⋅∑  1, 2, ...,n M=    (1)

with the further ranking of global priorities nG  for all 
MI software and definition of MI software that has the 

greatest advantage – the software with the maximum  
value .nG

The structure of the model of quality assessment of MI 
software using AHP is shown in Fig. 1.

Fig.	1.	Structure	of	the	model	of	quality	assessment	of	MI	
software	using	AHP

According to the results of the analysis of the require-
ments for testing the MI software of the WELMEC 7.2 
guidelines [4], the following generalized indicators can 
be distinguished for assessing the quality of the MI  
software:

KP – built-in computer software characteristic (Р);
KU – universal computer software characteristic (U);
KL – test indicator of storage devices (L);
KT – test indicator of data transfer devices (T);
KS – reading test indicator (S);
KD – test indicator of software separation levels (D);
KI – specific test indicator of software for specific MI (I). 
The structure of links between the requirements for quali-

ty assessment of MI software according to WELMEC 7.2 [4] 
is shown in Fig. 2. 

Fig.	2.	Structure	of	links	between	requirements	for	quality	
assessment	of	МІ	software

For pairwise comparison of all generalized indicators 
with the help of AHP, including quantitative and qualitative, 
with the submission of the comparison result in quantitative 
form, one should use the Saati scale [20].

The list of partial indicators, which make up the gener-
alized indicators KP, KU, KL, KT, KS, KD, KI and expressions 
to obtain a numerical value for each generalized indicator 
are determined.

The numerical value of the built-in computer software 
characteristic KP is determined by

7

1

,P
P i i P

i

K P w N
=

=∑     (2)

where NP – the total number of estimated MI software indi-
cators (NP=7);

Pi – constituent estimates of the generalized indicator KP 
(numerical characteristics of partial indicators with certain 
weight coefficients P

iw ):
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P1 – software user documentation;
P2 – MI software identification;
P3 – impact through user interfaces;
P4 – impact through transmission interfaces;
P5 – modification protection;
P6 – software modification protection;
P7 – parameter protection.
The numerical value of the universal computer MI soft-

ware characteristic KU is determined by

9

1

,U
U i i U

i

K U w N
=

=∑     (3)

where NU – the total number of estimated MI software in-
dicators (NU=9);

Ui – constituent estimates of the generalized indicator 
KU (numerical characteristics of partial indicators with cer-
tain weight coefficients U

iw ):
U1 – documentation;
U2 – software identification;
U3 – influence through user interfaces;
U4 – impact through transmission interfaces;
U5 – modification protection;
U6 – software modification protection;
U7 – parameter protection;
U8 – software authentication and results transfer;
U9 – impact of other software.
The numeric value of the test indicator of storage devices 

KL is determined by

8

1

,L
L i i L

i

K L w N
=

=∑    (4)

where NL – the total number of estimated MI software indi-
cators (NL=8);

Lі – constituent estimates of the generalized indicator KL 
(numerical characteristics of partial indicators with certain 
weight coefficients L

iw ):
L1 – completeness of stored data;
L2 – protection against accidental or conscious modifi-

cation;
L3 – data integrity;
L4 – authenticity of stored data;
L5 – conference keys;
L6 – recovery of stored data;
L7 – automatic storage;
L8 – storage capacity and sequence.
The numeric value of the test indicator of data transfer 

devices KT is determined by

8

1

,T
T i i T

i

K T w N
=

=∑     (5)

where NT – the total number of estimated MI software indi-
cators (NT=8);

Ti – constituent estimates of the generalized indicator KT 
(numerical characteristics of partial indicators with certain 
weight coefficients T

iw ):
T1 – completeness of the transmitted data;
T2 – protection against accidental or conscious modifi-

cation;
T3 – data integrity;
T4 – authenticity of transmitted data;
T5 – conference keys;

T6 – spoiled data processing;
T7 – transmission delay;
T8 – suitability of transmission services.
The numeric value of the reading test indicator KS is 

determined by

3

1

,S
S i i S

i

K S w N
=

=∑     (6)

where NS – the total number of estimated MI software indi-
cators (NS=3);

Si – constituent estimates of the generalized indicator KS 
(numerical characteristics of partial indicators with certain 
weight coefficients S

iw ):
S1 – implementation of software separation;
S2 – fixed indication;
S3 – software interface protection.
The numeric value of the test indicator of software sepa-

ration levels KD is determined by

4

1

,D
D i i D

i

K D w N
=

=∑     (7)

where ND – the total number of estimated MI software in-
dicators (ND=4);

Di – constituent estimates of the generalized indicator 
KD (numerical characteristics of partial indicators with cer-
tain weight coefficients D

iw ):
D1 – reading mechanism;
D2 – authenticity of read software;
D3 – integrity of read software;
D4 – reading traceability of legally significant software.
The numeric value of the specific test indicator of soft-

ware for specific MI KI is determined by

6

1

,I
I i i I

i

K I w N
=

=∑     (8)

where NI – the total number of estimated MI software indi-
cators (NI=6);

Ii – constituent estimates of the generalized indicator KI 
(numerical characteristics of partial indicators with certain 
weight coefficients I

iw ):
I1 – failure recovery;
I2 – availability of duplicate equipment;
I3 – suitability indication;
I4 – preventing the reset of accumulation registers;
I5 – dynamic behavior;
I6 – protection of parameters specific to electricity 

meters.
Specific requirements have been set for software of cer-

tain MI groups, in particular for: electricity meters, water 
meters, heat meters and more.

5. Results of comparative software quality 
assessment 

The numerical values of the PCM elements of indica-
tors A with the normalized eigenvector Ai for the selected 
indicators for comparative quality assessment of built-in 
computer (P) or universal computer (U) MI software are 
shown in Table 1. If the quantitative relationships between 
the indicators do not satisfy the expert performing a certain 
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comparative quality assessment of MI software, then they 
can be modified as necessary.

Table	1

Numerical	values	of	the	elements	of	the	PCM	of	indicators	
for	comparative	quality	assessment of	MI	software

KP KL KT KS KD KI KU Ai

KP 1 1 1 3 3 2 1 0.194

KL 1 1 2 3 3 2 1 0.214

KT 1 0.5 1 3 3 2 1 0.175

KS 0.33 0.33 0.33 1 2 2 0.33 0.083

KD 0.33 0.33 0.33 0.5 1 1 0.33 0.062

KI 0.5 0.5 0.5 0.5 1 1 0.5 0.078

KU 1 1 1 3 3 2 1 0.194

In the case of the data in Table 1, the consistency condi-
tion for the consistency ratio (Сd≤0.1) is satisfied (Сd=0.02). 
The consistency index is Ic=0.028, and the largest eigenvalue 
of the vector is λmax=7.17.

The weight coefficients wi for the selected MI software 
quality assessment indicators are defined in Table 2.

At the beginning of the assessment, it is necessary to 
determine the basic configuration of software: with a built-in 
computer P or with a universal computer U. Then, a complete 
set of requirements relating to the corresponding basic con-
figuration must be used.

Eight software were selected for comparative quality 
assessment:

– six built-in computer MI software: for electricity me-
ters (SW1, SW2, SW6), gas distribution columns (SW3), 
gas chromatograph (SW4), heat meter (SW5);

– two universal computer MI software: for cardiac moni-
toring (SW7) and liquid chromatograph (SW8).

The numerical values of the MI software quality indica-
tors were converted into the numbers needed for assessment 
by the AHP in the range from 1 to 9 using the Saati scale.

The results of assessment of MI software quality indi-
cators in accordance with the presented methodology are 
shown in Table 3. Specialized software “AHP Competence 1.2” 
(Ukraine), which implements AHP, was used for the necessary 
calculations.

The comparison of the global priorities Gn of the MI 
software under consideration with the ranking by their re-
duction (AHP 1.2 Competence, Ukraine) is shown in Fig. 3.

Table	3

Results	of	assessment	of	MI	software	quality	indicators

Indicators
Vectors for MI software

max
kλ k

cI k
dC

SW1 SW2 SW3 SW4 SW5 SW6 SW7 SW8

KP 0.143 0.143 0.143 0.143 0.143 0.143 0.071 0.071 8.000 0.0000 0.0000

KU 0.143 0.143 0.143 0.143 0.143 0.143 0.071 0.071 7.994 0.0008 0.0005

KL 0.127 0.071 0.044 0.127 0.127 0.078 0.213 0.213 8.073 0.0105 0.0072

KT 0.205 0.057 0.106 0.205 0.106 0.106 0.106 0.106 8.099 0.0142 0.0098

KI 0.127 0.127 0.072 0.032 0.127 0.072 0.222 0.222 7.994 0.0008 0.0005

KS 0.125 0.125 0.125 0.125 0.125 0.125 0.125 0.125 8.000 0.0000 0.0000

KD 0.125 0.125 0.125 0.125 0.125 0.125 0.125 0.125 7.985 0.0020 0.0014

Gn 0.147 0.109 0.107 0.139 0.129 0.114 0.127 0.127 – – –

Table	2

Weight	coefficients	for	the	selected	MI	software	quality	assessment indicators

i P
iw U

iw L
iw T

iw S
iw D

iw I
iw

1 2 2 3 3 2 3 4

2 5 5 5 5 3 3 3

3 4 4 4 4 3 4 3

4 2 2 3 3 – 3 3

5 4 4 2 2 – – 2

6 3 3 3 3 – – 3

7 3 3 2 2 – – 2

8 – 2 3 2 – – –

9 – 2 – – – – –

10 – – – – – – –
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The analysis of the obtained results shows the advantage 
of MI software in the following sequence: SW1>SW4> 
>SW5>SW7>SW8>SW6>SW2>SW3. It should be noted 
that the universal computer MI software has an average level 
of quality. The built-in computer MI software for the SW1 
and SW2 meters has significantly different levels of quality.

6. Discussion of the results of comparative software 
quality assessment

The consistency relation k
dC  for all MI software with 

a large margin meets established requirements ( )0,1 .k
dC ≤

This means that the results obtained are acceptable and that 
further analysis is possible. Maximum eigenvalues max

kλ  vary 
within a wide range from 7.985 (for the KD indicator) to 8.099 
(for the KT indicator) for all quality indicators of MI software.

It is important to analyze the values of the MI software 
quality indicators to identify the weight of their impact 
on the overall software quality assessment. Comparative 
analysis of the priority vectors of the MI software quality 
indicators shown in Table 3 showed the following.

Without the submission of documentation on software 
with MI with built-in and universal computers and its identi-
fication, it is not possible to start the quality assessment pro-
cess in accordance with the established requirements. That is, 
built-in computer (KP) and universal computer (KU) software 
indicators are important by default, although their maximum 
eigenvalues are average (8.000 and 7.994, respectively).

The test indicator of storage devices (KL) and the test 
indicator of data transfer devices (KT) are some of the im-
portant quality indicators (maximum eigenvalues of 8.073 
and 8.099, respectively).

At the same time, reading test indicator (KS), specific 
test indicator of software for specific MI (KI), and test 
indicator of software separation levels (KD) have a small 
contribution to the overall quality indicator (maximum ei-
genvalues of 8.000, 7.994 and 7.985, respectively).

The diagram of the weight of MI software quality indi-
cators, which allows to present clearly the obtained results, 
is shown in Fig. 4.

Fig.	4.	Diagram	of	the	weight	of	MI	software	quality	
indicators

It should be noted that the reading test indicator (KS) 
and the test indicator of data transfer devices (KT) are 
practically impossible to apply to software with a built-in 
computer that is used in simple MI (such as simple elec-
tricity meters). This is because such MI lack reading and 
data transfer devices. At the same time, these MI software 
quality indicators are important for software with a versatile 
computer used in complex MI, such as cardio monitors and 
liquid chromatographs.

Thus, the main quality indicators of MI software with a 
built-in and versatile computer that have the greatest impact 
on the results of conformity assessment, are identified.

The results of the study can later be used to modify and 
improve the algorithm and methodology for conformity as-
sessment of MI software.

7. Conclusions

1. A comparative analysis of the testing results of software 
for MI with built-in and universal computers using AHP is 
carried out. Based on the analysis of the requirements of the 

 
Fig.	3.	Results	of	assessment	of	MI	software	quality	indicators
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WELMEC 7.2 guidelines for MI software testing, generalized 
and partial indicators are identified to assess the quality of MI 
software. Expressions to obtain the numerical value of each 
partial indicator by each generalized indicator are generated. 
The results of the comparison showed the AHP suitability 
for pairwise comparisons of all quantitative and qualitative 
indicators of quality assessment of MI software.

2. The quality indicators of MI software with built-in and 
universal computer, which have the greatest impact on quality 
assessment results are determined. It is found that without 

the submission of documentation and identification of MI 
software with built-in and universal computer, it is not possi-
ble to start the conformity assessment procedure as required. 
That is, the quality indicators of built-in computer (KP) and 
universal computer (KU) software are important by default. 
Also, the test indicator of storage devices (KL) and the specific 
test indicator of software for specific MI (KI) are some of the 
important indicators. It is determined that the reading test 
indicator (KS) and the test indicator of software separation 
levels (KD) are practically inapplicable and can be neglected.
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1. Introduction

The Quanton diagnostic and health complex is a techni-
cal innovation designed to perform a triple function: non-in-
vasive diagnostics of people, gaining information about the 

characteristics of the desired health normalizing effect on 
them and implementation of this effect. Non-invasive diag-
nostics combines spectral and binary methods. The spectral 
method with a certain level of reliability allows identifying 
organs that have deviations from the standards. The binary 
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OF THE METHOD 
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Запропоновано метод синтезу, що базується на 
застосуванні інформаційних інваріантів, і виконано 
структурно-параметричний синтез діагностично-оз-
доровчого комплексу «Quanton». Проведена структур-
но-параметрична оптимізація комплексу по критерію 
продуктивності. Як інформаційні інваріанти викори-
стані повні (у межах прийнятої класифікації) множи-
ни шляхів отримання функціональних властивостей 
комплексу, фазових циклів життєвого циклу, струк-
тур технічних підсистем і способів управляння рівня-
ми технізації, продуктивності та енергоефективності 
процесів. Множини шляхів отримання функціональних 
властивостей комплексу та фазових циклів життєвого 
циклу сформовані шляхом поелементного ускладнення 
відповідних атрибутів. Множина структур технічних 
підсистем, що відповідають певним рівням технізації 
функцій, визначена на основі періодичної системи тех-
нічних елементів. Повні множини можливих структур-
них рішень по способам управління продуктивністю та 
енергоефективністю процесів, отримані топологічним 
добутком множин видів об’єктів на види прийомів забез-
печення потрібних властивостей чи якостей об’єктів. 
Для кожного структурно відмінного варіанту засто-
сована типова процедура параметризації об’єктів та 
система залежностей задачі параметричної оптимі-
зації дедуктивного типу. Система залежностей є кон-
кретизованим випадком параметричних інформацій-
них інваріантів. Конкретизацію залежностей здійснено 
з використанням інформації про потрібні вихідні дані 
та цільові перетворення, що виникають у комплексі 
«Quanton», при взаємодії підсистем. Алгоритм пошу-
ку гранично ефективного рішення є покроковим. Цим 
алгоритмом передбачається покрокове визначен-
ня оптимальних по продуктивності процесів значень 
параметрів в межах блокуючих контурів та посліду-
юче їх покращення по енергоефективності та якості. 
Внаслідок використання повних множин структур про-
цесів, елементів та дискретно-континуальної процеду-
ри пошуку оптимального рішення досягнута комплекс-
ність оптимізації технічної інновації

Ключові слова: параметричний синтез, комплекс 
«Quanton», неінвазивна діагностика, спектральний 
метод, терапія високочастотна
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